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The LISA Pathfinder charge management device was responsible for neutralising the cosmic ray
induced electric charge that inevitably accumulated on the free-falling test masses at the heart of the
experiment. We present measurements made on ground and in-flight that quantify the performance
of this contactless discharge system which was based on photo-emission under UV illumination. In
addition, a two-part simulation is described that was developed alongside the hardware. Modelling
of the absorbed UV light within the Pathfinder sensor was carried out with the GEANT4 software
toolkit and a separate MATLAB charge transfer model calculated the net photocurrent between the
test masses and surrounding housing in the presence of AC and DC electric fields. We confront the
results of these models with observations and draw conclusions for the design of discharge systems
for future experiments like LISA that will also employ free-falling test masses.
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I. INTRODUCTION
The space-based gravitational wave observatory, the
Laser Interferometer Space Antenna (LISA), will open
up a completely new observational window on the uni-
verse. By escaping noise sources associated with the ter-
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2restrial environment that limit ground based detectors,
low-frequency astronomical sources such as merging su-
permassive black holes, extreme mass-ratio inspirals and
thousands of extended compact binary systems will be
observed [1]. As a technology demonstrator for LISA,
LISA Pathfinder was a European Space Agency mission
that operated between March 2016 and July 2017. It
successfully demonstrated that the residual acceleration
between two free-falling test masses could be reduced to
fm s−2/
√
Hz levels in a frequency range of 0.02-30 mHz,
essential for a million-km scale gravitational wave obser-
vatory [2, 3].
A sub-set of forces contributing to this residual accel-
eration are related to charge accumulating on the test
masses as a consequence of the high-energy charged par-
ticles present in the space environment [4, 5]. Though
the structures surrounding the test masses offer shielding
from particles with <100 MeV/nucleon [6, 7], cosmic rays
with higher energy inevitably deposit charge. A charged
test mass then interacts with the conducting surfaces that
surround it via the Coulomb force, or, at a much smaller
level, with any residual magnetic fields via the Lorentz
force [8]. Charging is caused by particle radiation from
two main sources: Galactic Cosmic Rays (GCRs) and So-
lar Energetic Particles (SEPs) [9, 10]. Simulations pre-
dicted that the ever present but variable flux of GCRs
would charge the test masses positively at a rate of +10 to
+100 e s−1, while transient SEP events occurring at most
a few times per year could enhance the charging rate by
several orders of magnitude [6]. In addition, a significant
net charge could also be transferred to the test masses
during their initial release as well as after any subsequent
re-grabbing maneuvers. Due to work function differences
between surfaces in last direct mechanical contact as well
as triboelectric processes, this was predicted to be of or-
der 108 e.
To mitigate the effects of test-mass charging,
Pathfinder included a Charge Management System
(CMS) as part of the LISA technology package (LTP) in-
strument. While other sensitive space-borne accelerom-
eters, such as CHAMP [11], GRACE [12], GOCE [13]
and MICROSCOPE [14] have relied on a physical elec-
trical connection to control the charge of the test mass,
in order to reach the desired force noise goals for LISA, a
contactless method is essential. The Pathfinder CMS ex-
ploited the same principles of photo-emission under UV
illumination as successfully demonstrated in the Gravity
Probe B (GP-B) mission [15]. In GP-B, bi-directional
charge control was achieved by applying a strong local
electric field at the point of illumination. However, in
order to allow the possibility for full-precision acceler-
ation measurements to continue during discharging, the
Pathfinder system was designed to achieve charge control
by differential illumination of the test mass and surround-
ing housing, avoiding large DC electrostatic fields.
In simple terms, such a system produces positive charg-
ing when the test mass is illuminated and photoelectrons
are removed, while negative charging occurs when the
test mass surroundings are illuminated and photoelec-
trons migrate to the test mass. However, a real system
involves a number of complicating factors. The gold sen-
sor surfaces are highly reflective at the UV wavelengths
required for photo-emission and no matter the illumina-
tion this results in UV light being distributed on both
test mass and housing surfaces. Furthermore, the photo-
electron yield can vary significantly due to unavoidable
surface contamination during instrument assembly, even
between surfaces that were prepared using an identical
method. Finally the energy of the liberated electrons are
of order 1 eV so that the Volt-scale AC and DC voltages
used for test mass capacitive sensing and actuation can
strongly influence the discharging behaviour.
The structure of the paper is as follows. After first de-
scribing the Pathfinder CMS hardware and the details of
the discharging problem, we present a computer simula-
tion of the system. This model is then used to interpret
measurements made on ground and in-flight with a com-
parison of the underlying surface properties being made.
We conclude by discussing the lessons learned that will
aid the development of a CMS for LISA.
II. THE LISA PATHFINDER CHARGE
MANAGEMENT SYSTEM
Delivered by Imperial College London, the Pathfinder
CMS consisted of three major hardware components,
shown in Fig. 1. The UV Lamp Unit (ULU) housed
six low-pressure mercury lamps (UVP, model 11SC-2)
along with their associated electronics. Such lamps pro-
duce a spectrum of emission lines but only the one at
253.7 nm (4.89 eV) was used for discharging. A band-pass
filter blocked deep UV light to protect optical elements
from solarisation while also preventing excess visible pho-
tons from entering the sensor. A system of lenses were
used to collect and focus the light from an aperture into
the Fibre Optic Harness (FOH). The FOH was a series
of custom-made, UV-transparent optical fibre assemblies
which routed the light from the ULU in the main body of
the spacecraft to the two vacuum enclosures containing
the gravitational reference sensors (GRS). The routing
path for the fibres required two FOHs, joined at the in-
terface of the thermal enclosure of the LTP. At the join,
an attenuating spacer was used to adjust the level of light
reaching the sensor with the length of each spacer being
specific to each lamp. Each FOH assembly consisted of a
bundle of 19 individual 200µm-diameter fibres, giving an
effective diameter of over 1 mm but allowing a minimum
bend radius of 25 mm. Finally the Inertial Sensor UV Kit
(ISUK) was a custom-made titanium ultra-high vacuum
feedthrough with a 1 mm diameter, 75 mm long optical
fibre that delivered the light into the sensor. Each GRS
had three ISUKs that entered at the corners of the lower
z-face of the sensor housing. Two IUSKs were directed
toward the housing and one toward the test mass.
Each lamp housing contained a thermistor, an Ohmic
3FIG. 1: Left: The flight ULU with external heaters
attached. The ends of the six optics barrels are seen
temporarily sealed with gold dust caps. Top Right: An
end-on view of an FOH with the 19 individual cores
visible. Bottom Right: A flight ISUK.
heater and a UV-sensitive silicon carbide photodiode (ifw
optronics, model JEC 0.1s) for monitoring the UV power
output from the lamp. During on-ground calibration
of the instrument, the relationship between each lamp’s
photodiode reading and the UV power emitted from its
ISUK was measured. The photodiode reading was then
used in-flight to estimate the photon flux entering the
sensor. The UV power entering the sensor was com-
mandable in a range of order 1-100 nW with 256 output
settings.
The Pathfinder test masses were 1.93 kg, 46 mm cubes
made from 73:27 gold-platinum alloy. Each mass was
surrounded by a cuboidal housing made from molybde-
num accommodating 12 electrodes for sensing and ac-
tuation in six degrees of freedom. The gaps between
electrode and test mass ranged from 2.9-4.0 mm depend-
ing on the axis. Test mass actuation was achieved with
audio-frequency sinusoidal voltages on the sensing elec-
trodes with maximum amplitudes of up to 12 V. The y
and z housing faces also had an additional six ‘injection’
electrodes, with 4.88 V applied at 100 kHz to capacitively
bias the test mass at 0.6 V for position sensing [16]. The
total test mass capacitance was 34.2 pF and this value
will be used throughout the rest of the paper to convert
the test mass charge to a test mass potential with respect
to the electrically grounded housing.
Almost all of the test mass, housing and electrode sur-
faces were sputter-coated with gold except for features
related to the caging system that held the test masses
during launch [17]. Eight iridium caging fingers entered
each sensor via holes at the corners of both z-faces. A
concave hemisphere at the tip of each finger was designed
to fit over an adjacent dome on each test mass corner
and prevent slippage when the caging system was en-
gaged. Both the fingers and the area where they made
mechanical contact with the test mass remained uncoated
in order to avoid the risk of the gold pealing during re-
lease. Each sensor also had two gold-platinum plungers
at the centre of each z-face that formed the Grabbing
FIG. 2: Left: A view up into the sensor housing,
centred on the upper z-face. The test mass and lower
z-face have yet to be integrated and the ISUK entry
points are just out of shot. The two x-faces are on the
left and right of the image while the y-faces can be seen
at the top and bottom. The empty recesses where four
of the caging fingers enter can be seen in the corners
and the plunger entry hole can be seen in the centre.
The electrodes set within the walls are clearly visible.
Right: One of the flight test masses with the lower half
temporarily held in a protective case. Note the caging
corner domes with the underlying gold-platinum surface
exposed. Credit: OHB Italia SpA.
Positioning and Release Mechanism (GPRM) used to re-
lease the test masses into free-fall. Once in space the
caging fingers were permanently retracted 2.25 mm be-
low the level of the housing z-face with a one-shot mech-
anism. Upon initial test mass release the GPRM plungers
were retracted 6.5 mm below the housing z-face with the
plungers returning to the same position following any re-
grabbing maneuvers. A flight test mass and electrode
housing prior to integration can be seen in Fig. 2.
To measure the test mass charge, sinusoidally varying
voltages at milli-Hertz frequencies were applied to com-
binations of sensing electrodes. This induced a force or
torque on the test mass with an amplitude that was pro-
portional to the test mass charge. Typically this was
done in the x or φ axes using the interferometer to mea-
sure the differential test mass motion or rotation with a
higher precision than could be achieved with the capac-
itive sensor [18]. To limit the coupling to fluctuations
in both stray actuation voltages as well as from surface
patch effects [5, 19], the test mass charge needed to be
kept below approximately 2 × 107 elementary charges
(equivalent to about ±100 mV). During the mission this
was primarily achieved by employing a so called fast dis-
charge scheme. The test masses were left to charge grad-
ually for pre-determined intervals (typically a couple of
weeks) before being discharged relatively quickly (typ-
ically tens of minutes). The discharge was performed
either by a pre-configured command sequence uploaded
from ground or by autonomous onboard software using
an iterative sequence of measurement and illumination.
An alternative approach, referred to as continuous dis-
charge, was tested on several occasions during the mis-
4sion. This scheme involved keeping the test mass charge
permanently close to zero by continuously illuminating
the sensor such that the charging-discharging rates were
balanced.
A. Discharge Properties
The performance of the Pathfinder CMS depended on
the photoelectric properties of the predominantly gold
coated GRS surfaces. Deposited in vacuum and mea-
sured in situ, the work function of pure gold is 5.2 eV
[20]. However, upon exposure to air, stable adsorbates
generally reduce the work function to around 4.2 eV [21].
It is therefore only the presence of surface contamination
that makes photoemission possible with the 4.89 eV pho-
tons produced by the mercury lamps. The adsorbates
are bound to the surface of the gold sufficiently well to
persist in high vacuum and with moderate heating [22].
With 4.89 eV photons, differences in the surface contami-
nation can produce values for the gold quantum yield (the
number of photoelectrons emitted per absorbed photon)
that vary between 10−6 and 10−4 [23]. Of the remaining
exposed surfaces within the sensor, iridium has a work
function ranging from 5.4-5.8 eV [24] and should there-
fore not have contributed to discharging currents in the
Pathfinder system. Limited photoelectric measurements
of 73:27 gold-platinum suggest properties similar to those
of gold [25].
Due to reflections within the sensor, when primary sur-
faces were illuminated some UV light was inevitably ab-
sorbed by opposing surfaces. This resulted in two com-
peting photocurrents, one in the desired direction and
one acting against it. For instance, if the test mass was
primarily illuminated a photocurrent from the test mass
toward the electrode housing was generated but there
was also a counter-photocurrent from the housing sur-
faces toward the test mass. The magnitude of these two
photocurrents depended on the amount of light absorbed
and the quantum yield of the surfaces. As the photoelec-
trons had energies of around 1 eV they were also strongly
affected by the Volt-scale AC and DC voltages applied to
the electrodes as well as any potential difference between
the test mass and electrically grounded housing.
To assess the discharging behaviour in-flight only the
apparent yield could be obtained, which is defined as the
net change in test mass charge per photon injected into
the sensor. We define a positive apparent yield as that
which produced a positive current to the test mass, a net
flow of photoelectrons from the test mass to the surround-
ing housing surfaces. A negative apparent yield is then
due to a net flow of photoelectrons from the housing to
the test mass. Note that the apparent yield differs from
the quantum yield (the number of photoelectrons emit-
ted per absorbed photon, for an individual surface), and
is completely dependent on the state of the system at the
time of illumination. The apparent yield varied with the
lamp used, applied DC biases, the AC actuation scheme
FIG. 3: A cartoon of idealised discharge curves for
both test mass (TM) and electrode housing (EH)
illuminations.
and with test mass charge. With the system in a par-
ticular actuation state an entire discharge curve for an
individual lamp could be measured, essentially showing
how the apparent yield varied with test mass potential
(charge).
Fig. 3 shows idealised discharge curves for both test
mass and housing illuminations. For each illumination
two saturation levels are observed. At large negative po-
tentials all the photoelectrons originating from the test
mass are able to flow away from it, while none from the
housing have enough energy to overcome the potential
difference and reach the test mass. At large positive po-
tential differences the converse is true. The shape of the
transition between the two saturation levels is dependent
on the photoelectron energy distributions of both contri-
butions. As a net photocurrent flows the test mass charge
changes and the potential moves toward equilibrium. At
this point the two opposing photocurrents balance and
the apparent yield is therefore zero. We refer to this
as the equilibrium potential. Finally, note that at a test
mass potential of 0 V illuminating the test mass produces
a positive apparent yield (net electrons away from test
mass) while illuminating the housing produces a negative
apparent yield (net electrons toward test mass). Contin-
uous discharge in science mode required a negative ap-
parent yield (and ideally bi-polar capability) in order to
keep the test mass potential around a set-point of 0 V
while countering the positive environmental charging.
During fast discharges the curves can effectively be
shifted by applying DC voltages to the sensing electrodes
which bias the test mass. By illuminating only when bi-
ases are temporarily applied, such a technique can aid
the desired direction of discharge. It should be noted
however that care needs to be taken when applying DC
voltages to particular electrodes as if a significant num-
ber of photoelectrons are generated in their local region
the shape of the curve can be unintentionally changed in
5addition to causing a shift.
In these idealised examples presented in Fig. 3, for a
particular illumination the magnitude of the saturation
level is considerably higher in the intended direction of
discharge than the reverse direction. In reality this is
not necessarily the case. Both the geometry and reflec-
tive properties can conspire such that opposing surfaces
absorb similar amounts of light leading to similar pho-
tocurrent magnitudes. Alternatively, even if the amount
of light in the desired direction dominates this can be un-
dermined if the quantum yield of the opposing surfaces
are significantly higher. Such a scenario can prevent bi-
polar discharge at 0 V without the aid of DC biases.
Measurements in 2010 using the torsion pendulum fa-
cility at the University of Trento [26], with a prototype
GRS electrode housing and a gold coated test mass,
demonstrated the difficulty of negatively charging a neu-
tral test mass without applying additional voltages [27].
The results were initially surprising in that bipolar dis-
charge had been demonstrated successfully in several pre-
vious tests with similar gold coated prototype GRS hard-
ware [28, 29]. The asymmetry of the discharge process
was attributed to an imbalance in the quantum yields
of the specific test mass and electrode housing surfaces
under test [25].
Prior to flight no system had been observed where fast
discharge was impossible: DC biases applied to the sens-
ing electrodes had always managed to shift the test mass
potential to sufficiently suppress the unwanted photocur-
rent. However, application of DC biases was not desirable
in science mode and this would have made a continuous
discharge mode unusable. Efforts to create more repro-
ducible properties by baking surfaces under vacuum led
to mixed results [22].
There were obvious concerns how such unpredictable
variations in the quantum yield could affect the flight
discharge system and a dedicated study looked at var-
ious ways of mitigating the risk. Possibilities included
doping patches of the gold surface to produce higher but
more predictable quantum yields or adding mirrors to the
ISUK tips in order to redirect the light. However, the ad-
ditional risks to the primary mission with both options
were deemed too high and a more pragmatic solution was
agreed. The handling and storage of sensor surfaces were
strictly controlled and at final integration on ground the
discharge properties were measured before and after the
system underwent a low temperature bake-out under vac-
uum. The system then remained sealed but not actively
pumped until it was vented to space when in orbit.
III. DISCHARGE SIMULATION
The complexity of the problem and the desire to as-
sess differences between ground and in-flight measure-
ments motivated the need to simulate the system. The
first full simulation was created at Imperial College Lon-
don and was described in [25] with another full model of
FIG. 4: Left: A view of the sensor as seen from an
ISUK aimed at the housing. A retracted caging finger
can be seen in the foreground with a concave
hemisphere visible at its tip. With the finger engaged,
this feature fit over the dome structure that can be seen
just above on the corner of the test mass. Right: A
view of the sensor as seen from an ISUK aimed at the
test mass. The uncoated corner dome is clearly visible
as well as part of the x, y and z-faces of the test mass.
the system developed independently by Airbus Defence
and Space [30]. The updated Imperial College simulation
described here consists of two parts. First, the propaga-
tion and absorption of the UV light within the sensor is
modelled with a ray tracing algorithm. The ray trace
output can then be fed into the second part of the simu-
lation which approximates the sensor surfaces as a series
of parallel plates. It calculates how many photoelectrons
can flow given their energy distribution and the instanta-
neous electric fields present, before stepping in time and
re-evaluating.
A. Ray Trace
The ray trace is written within the GEANT4 frame-
work which is more commonly used to simulate the
passage of high energy particles through matter us-
ing Monte-Carlo techniques [31–33]. It also includes a
parametrisable micro-facet based reflection model and
the ability to simulate arbitrary geometries and light
sources. Using GEANT4 we model the propagation of
the UV light within the sensor and calculate the percent-
age of total light absorbed by each distinct surface. As
we shall see in the next section, we are concerned with
which regions experience different instantaneous electric
fields due to their effect on the emitted photoelectrons.
As such we end up defining relatively large areas where
we calculate the percentage of absorbed light, for exam-
ple each sensing electrode, where a table of such totals
forms the ray trace output.
The model includes the full flight geometry with the
option of having the central plungers either engaged or
retracted. Any of the six ISUKs can be used as a light
source with the emitted light cone from each having been
6Surface Material Ra Comments
Test Mass Sides Au 0.6 to 0.8 nm Measured.
Test Mass Domes Au0.7Pt0.3 < 250 nm Estimated.
Sensing Electrodes Au 30 to 40 nm Measured.
Injection Electrodes Au 50 to 80 nm Measured.
Electrode Housing Au 20 nm Measured.
Caging Fingers Ir < 200 nm Estimated.
Central Plungers Au0.8Pt0.2 < 200 nm Estimated.
TABLE I: The different surface types within the
sensor. The parameter Ra describes the surface
roughness and is defined as the arithmetical mean
deviation about the surface’s mean height. While this
parameter was measured for some flight surfaces only
estimates were available for others.
experimentally measured. It was found that the emission
cone angle was strongly dependant on the length of the
spacer chosen for each optical chain causing the cone half
angles to vary from 7.4◦ to 19.2◦. The ISUKs themselves
entered the sensors in the corners of the lower z-face and
were angled ±20◦ to the z-plane. All results presented
here used 107 randomly generated initial rays with this
number producing results repeatable to 2 decimal places
for each ISUK illumination. Fig. 4 shows a view of the
simulated sensor, as seen by either an ISUK aimed at the
electrode housing or test mass.
The sensors contained three types of surface material;
gold (the vast majority of surfaces by area), iridium (re-
tracted corner caging fingers) and gold-platinum alloy
(uncoated test mass corner domes and retracted central
plungers). The refractive indices (which determine the
specular reflection properties) of each material take lit-
erature values [34, 35]. In the case of gold, a Pathfinder
sample surface had also been measured and found to be
in good agreement with literature values [25]. The sur-
faces within the sensor had a range of roughnesses that
determine how light was scattered after undergoing re-
flection. These surface properties are summarised Table
I.
An approximate criterion for the appearance of non-
specular behaviour is when the scale of surface features
are comparable or greater than the wavelength of illumi-
nating light [36]. Given the scale of the surface roughness
and that the UV light had a wavelength of 254 nm, re-
flection from the test mass sides, electrodes and housing
surfaces were expected to be specular. Depending on the
final roughness, the test mass corner domes, caging fin-
gers and central plungers may have had a diffuse compo-
nent but were still expected to be dominated by specular
reflection. The ray trace has the capability of modelling a
non-specular lobe component using a micro-facet model
described with a Gaussian angular distribution and pa-
rameterised by σα. However, without a direct measure-
ment it is difficult to predict an appropriate σα and in any
case only estimated Ra values were available. To assess
the impact of these unknowns the ray trace was run with
a range of reflection properties for the rougher surfaces
to determine how the absorption percentages would be
affected. Even when the surfaces were described as com-
pletely diffuse reflectors (an unrealistic extreme) the final
results only differed from the completely specular case at
the level of a few percent. For simplicity we present here
the model results that consider all surfaces as completely
specular, but this approximation should have little affect
on the final results. Likewise, the effect of uncertain-
ties in the refractive indices, sensor geometry and ISUK
output distributions are difficult to accurately quantify
although adjusting each by feasible amounts has shown
that none change the results significantly.
The output of the ray trace using the flight geometry
and all six ISUK illuminations are shown in Appendix A
with a colour-map representation of the data for lamps
00 and 02 (which pointed at the test mass and electrode
housing respectively) shown in Fig. 5. The table shows
that the majority of the light is absorbed by structures
on the negative z-faces of the test mass and housing and
there is effectively no absorption by positive z-electrodes
for any illumination. For both test mass illuminations
there is also a significant amount of light (24% and 36%)
absorbed on the x and y-faces. Notice also the differ-
ence in results for ISUKs pointing in the same direction
which is predominantly caused by each ISUK having a
different light emission cone. What is most striking is
that upon direct illumination of the housing around 60%
of the total UV light is absorbed within gaps between
the electrode and surrounding guard ring surfaces, most
of which is within the recess that the caging finger clos-
est to illumination is retracted into. A further 11-12%
is also absorbed by the iridium caging finger itself. As
will be discussed in the next section, this absorbed UV
light is effectively wasted when it comes to discharging.
Such sub-optimal illumination is due to the original de-
sign of the caging mechanism (which did not include the
corner caging fingers) being reviewed after the ISUK en-
try points had been finalised. This has also had conse-
quences for the test mass illumination where the corner
domes absorb a significant amount of light (around 43%
and 23%). These general findings can be seen visually
within the colour-maps.
B. Photoelectron Flow Model
Written in MATLAB, the photoelectron flow model
uses the output of the ray trace to estimate the apparent
yield of the system, given the photoelectric properties of
individual surfaces as well as any applied AC or DC elec-
tric fields. The model simplifies the problem by splitting
the sensor up into pairs of adjacent surfaces on the test
mass and electrode housing and treating them like par-
allel plates with a uniform electric field between them.
The model calculates the net photoelectron flow between
each surface pair while taking into account any instanta-
neous electrical potential difference as well as the energy
7FIG. 5: The distribution of absorbed UV light on the
lower z-faces of the flight sensor. Top: Illumination
provided by lamp 00 which is aimed at the test mass.
The primary test mass surfaces are shown on the left
while light reflected onto the housing surfaces can be
seen on the right. Note that the primary light falls
directly on the test mass corner with little reflected
light reaching the electrode regions. Bottom:
Illumination provided by lamp 02 which is aimed at the
housing. The primary housing surfaces are shown on
the left while light reflected onto the test mass surfaces
can be seen on the right. Note that the primary light is
mainly absorbed within the recess of the caging finger
but some light also reaches the rest of the z-faces.
distribution of the emitted photoelectrons. The system
is then stepped in time, applied AC voltages recalculated
and the test mass potential updated due to any charge
transfer in the previous step. The net flow is then evalu-
ated again with this process repeated for a user defined
number of steps.
Though photoelectrons are emitted over a range of an-
gles (described by a cosine distribution), the model only
considers the component of an electron’s kinetic energy
that is normal to the emitting surface. As shown in [22],
this is well described by a triangular distribution with
an Emax equal to the difference between the UV photon
energy (4.89 eV) and the surface work function, with the
distribution peaking at around Emax/5. As the model
approximates the surfaces as a series of parallel plates it
is this energy component that will determine if a pho-
toelectron can overcome any opposing electric potential.
Such a triangular distribution has also been confirmed
by unpublished measurements made at Imperial College
London.
The model includes the 100 kHz, 4.88 V voltage ap-
plied to the six injection electrodes as well as the trans-
lational and rotational actuation voltages applied to the
twelve sensing electrodes at frequencies of 60 Hz, 90 Hz,
120 Hz, 180 Hz, 240 Hz and 270 Hz [16]. In-flight the am-
plitude of these voltages varied depending on the axis and
particular actuation mode but were typically around 2 V
during the charge measurements that will be presented.
All actuation biases were applied to pairs of electrodes
with opposite polarity so as not to bias the test mass
whereas the injection bias was applied with the same po-
larity to all electrodes causing the test mass potential
to oscillate by ±0.6 V at 100 kHz. Given typical pho-
toelectron energies of order 0.1 eV (equivalent velocity
∼ 2 × 105 ms−1) and the largest gap being 4 mm, cross-
ing times should be of order 20 ns. The highest frequency
AC voltage was 100 kHz, with a period that is therefore
equivalent to 500 crossing times such that the AC fields
appear quasi-static to the photoelectrons. Some charge
measurements included additional DC voltages applied
to particular sensing electrodes to intentionally shift the
test mass potential which the model also includes.
As shown by the ray trace results, a significant fraction
of light is absorbed within housing gaps and recesses, par-
ticularly for lamps aimed at the electrode housing. Any
photoelectrons generated from these surfaces have no ad-
jacent region on the test mass and are instead opposite
either another housing surface or the iridium caging fin-
ger. For two reasons it is very unlikely that these photo-
electrons will reach the test mass. Firstly they are emit-
ted randomly with a cosine distribution meaning that
at most only half will be directed toward the test mass.
From the photoelectron’s perspective, the deeper within
a gap it originates the smaller the solid angle the test
mass subtends making it even less likely. The second
and more significant reason results from work function
differences between the iridium caging fingers and the
surrounding gold coated recess and to a lesser extent the
small differences in work function across the gold surfaces
within the gaps (so called patch potentials [37]). These
differences lead to contact potentials (also known as Volta
potentials) of possibly a few tenths of a volt between gold
surfaces and possibly up to a volt between the gold and
iridium [38]. Given photoelectron energies of less than
1 eV from gold, electric fields within the gaps resulting
from these contact potentials would have a strong influ-
ence on behaviour. The upshot of these effects is that it
is very unlikely that light absorbed within housing gaps
can produce photoelectrons that can reach the test mass.
Therefore the model simply ignores any UV light ab-
sorbed within the gaps as these can not affect the net
flow of charge to and from the test mass.
As mentioned, the model simplifies the electric field
geometries within the sensor by only considering paral-
8lel field lines between adjacent surfaces. While uniform
fields are an excellent approximation at the centre of the
electrode and test mass faces, toward the edges the field
geometries become increasingly complicated. This is par-
ticularly true around the caging features and where the
ray trace has already shown the majority of the light is
absorbed. Fortunately, it is a photoelectrons final desti-
nation that is important rather than its exact trajectory
and given their relatively low energy compared to the typ-
ical field strengths this tends to be inevitable. Treating
the fields in this way significantly reduces the simulation
run time, vital when fitting in a large parameter space.
Similarly, a small amount of light (less than a few of per-
cent) is absorbed by surfaces at the edges and corner of
the housing that have no directly opposite region on the
test mass. In these cases the first electric field the emit-
ted photoelectrons encounter will be that between the
test mass and grounded housing. Again, given their rel-
atively low energies most of the time the photoelectrons
destination will be determined simply by the direction
of the field. As such UV absorption in these regions is
treated as if it were simply facing the test mass.
IV. PRE-FLIGHT MEASUREMENTS ON
GROUND
Measurements of the flight sensor’s discharge proper-
ties were carried out on ground between September and
October 2014 by OHB Italia SpA (formally Compag-
nia Generale per lo Spazio) in Italy. The sensors were
mounted in their flight vacuum enclosures but had yet
to be integrated onto the spacecraft. To allow measure-
ments to be made the central plungers were engaged and
used to hold the test masses but the eight caging fin-
gers were retracted so as to affect illumination as little as
possible. An electrometer (Keithley, model 6517B) was
connected to the otherwise isolated plungers and used to
directly measure the drain current from the test mass
during illumination, unlike in-flight where changes in the
test mass potential with UV illumination were the only
measurement possible.
To perform the measurements each of the two sensor
vacuum enclosures were in turn mounted in a test-rig
thermal-vacuum chamber. Illumination was provided by
a single mercury lamp and an optics barrel identical to
that used in the ULU but two off-the-shelf fibres and a
vacuum feed-through were used to route the light to each
ISUK. A mechanical chopper was placed in the optical
chain to modulate the light signal and allow for a lock-in
measurement that improved sensitivity. Unlike in-flight,
the light cone emitted from each ISUK was nominally
identical and a series of calibration measurements with a
UV power meter were used to determine the throughput
of the optical chain. During the test all electrodes were
electrically shorted to the housing with the isolated test
mass in electrical contact only with the plungers. For
each ISUK illumination a measurement was made with
the test mass biased at both −5 V and +5 V with respect
to the housing. With photoelectron energies of around
1 eV these biases are sufficient to completely turn-off one
of the two opposing photocurrents, allowing extraction of
the saturation levels illustrated in Fig. 3. These measure-
ments were repeated before and after a 24 hour, 115 ◦C
bake-out under vacuum (with a further 24 hours either
side for heating and cooling of the system). The results
are shown in Table II.
After first distinguishing between before and after
bake-out, the measurements can be gathered into four
groups; the saturated apparent yield of the test mass
surfaces with direct illumination (one per sensor), the
saturated apparent yield of the test mass surfaces with
indirect illumination (two per sensor), the saturated ap-
parent yield of the electrode housing surfaces with direct
illumination (two per sensor) and the saturated apparent
yield of the electrode housing surfaces with indirect illu-
mination (one per sensor). Within each of these groups
the distribution of absorbed UV light was nominally iden-
tical, therefore any variation within a particular group
should only be due to differences in the photoelectric
properties of each illuminated area. Comparing these
groups before and after the bake-out shows that there
was no clear systematic increase in the apparent yields
with some rising and some falling. However, what did oc-
cur was a reduced variation in the apparent yields within
each group; not only between different corners of a single
sensor but even between the two separate sensors. This
is confirmed if the coefficient of variation (CoV) is con-
sidered for each group (the ratio of standard deviation
and mean value, provided here as a percentage), with
three out of the four groups showing a significant reduc-
tion after bake-out. The one exception is for the elec-
trode housing when directly illuminated, which showed
a comparable level of variation before (35.1%) and af-
ter bake-out (30.4%). The general increase in uniformity
was presumably due to a change in the surface state; ei-
ther the heating led to a more uniform redistribution of
surface contaminates or it removed weakly bound adsor-
bates with the remaining tightly bound layers common
to all surfaces. Finally, considering just the results after
bake-out the apparent yield for the test mass surfaces
with direct illumination were around a factor 6 greater
than when the electrode housing surfaces were directly
illuminated. As we shall see in Sec. V C, to explain these
differences in apparent yield the ray trace is required to
disentangle the affect of the total absorbed light from the
intrinsic quantum yields.
It should be noted that there were several systematic
differences between the measurements made on ground
and the situation in-flight. First, the optical path be-
tween the lamp and the ISUKs differed from that in-
flight producing a light emission cone with a half angle
of 12.3◦, common to all the ISUKs. This change meant
slightly different regions within the sensor were inevitably
illuminated, with potentially different photoelectric prop-
erties. The second difference was that during flight the
9Apparent Yield
(net electrons/injected photon)
Before Bake-out After Bake-out
−5 V +5 V −5 V +5 V
TM Saturation EH Saturation TM Saturation EH Saturation
Sensor 01: Lamp 00 (TM) (+1.67± 0.03)× 10−5 (−1.03± 0.05)× 10−6 (+2.49± 0.08)× 10−5 (−1.91± 0.06)× 10−6
Sensor 02: Lamp 01 (TM) (+4.65± 0.54)× 10−5 (−1.35± 0.32)× 10−6 (+2.18± 0.03)× 10−5 (−1.99± 0.05)× 10−6
Sensor 01: Lamp 02 (EH) (+2.52± 0.03)× 10−6 (−3.34± 0.12)× 10−6 (+2.47± 0.03)× 10−6 (−4.19± 0.03)× 10−6
Sensor 01: Lamp 04 (EH) (+2.35± 0.05)× 10−6 (−1.87± 0.03)× 10−6 (+2.84± 0.05)× 10−6 (−3.67± 0.05)× 10−6
Sensor 02: Lamp 05 (EH) (+6.06± 0.96)× 10−6 (−2.48± 0.54)× 10−6 (+2.16± 0.03)× 10−6 (−2.33± 0.04)× 10−6
Sensor 02: Lamp 06 (EH) (+7.90± 1.24)× 10−6 (−4.28± 0.75)× 10−6 (+2.82± 0.11)× 10−6 (−5.12± 0.20)× 10−6
CoV (TM) 66.7% 19.0% 9.4% 2.7%
CoV (EH) 58.0% 35.1% 12.6% 30.4%
TABLE II: The flight sensor apparent yields measured before and after bake-out, with statistical uncertainties.
Each of the six lamps were directed at either the test mass (TM) or electrode housing (EH) but inevitably generated
a photocurrent in both directions. By biasing the test mass by either ±5 V the aim was to completely suppress one
of these, saturating the net photocurrent in the opposite direction. A positive apparent yield represents a saturated
photocurrent from the test mass while a negative apparent yield represents a saturated photocurrent from the
housing. The shaded cells denote the saturated apparent yield with direct illumination. Note that the apparent
yields for direct test mass illumination are an order of magnitude higher than the other measurements. The
coefficient of variation (σ/µ) was also calculated (ignoring statistical uncertainties) for appropriate groups of
measurement to quantify how the surface properties varied for a given illumination.
central plunger was retracted and was electrically con-
nected to the housing rather than the test mass. This
had three consequences; it changed the light distribution
within the sensor slightly, altered the electric field distri-
bution in its vicinity and any photoelectrons generated
from it acted to charge the test mass negatively. The final
difference, and arguably most significant, was the absence
of the various time varying sensing and actuation volt-
ages present within the flight sensors. Experience from
the Trento tests on GRS prototype hardware showed that
they have a significant influence on the overall discharg-
ing behaviour [25]. By using the models described in Sec.
III, which can account for these differences, the ground
and flight tests can however be analysed together and
their intrinsic surface quantum yield values compared.
The results of this comparison will presented in Sec. V C.
V. IN-FLIGHT MEASUREMENTS
During ground testing the entire system was pumped
down to < 10−5 mbar and the design of the flight caging
and venting mechanism allowed each vacuum enclosure to
be closed while the outer chamber of the test rig was still
under vacuum. The sensors were then left sealed (but
with no active pumping) throughout spacecraft integra-
tion with the internal pressure estimated to have drifted
up to around a millibar during this time. Following a suc-
cessful launch on 3rd December 2015, Pathfinder reached
its operational orbit around the L1 Lagrange point in
February 2016. The vacuum chambers housing the sen-
sors were then vented to space on 3rd February, over 15
months after the discharge measurements were made on
ground.
A series of initial calibration measurements showed
that despite the systematic differences compared to the
ground test, the discharge properties were qualitatively
similar to those measured pre-flight. As before lamps 00
and 01, which were aimed at the test masses, had sig-
nificantly higher apparent yields than the lamps aimed
at the electrode housing. As will be described in Sec.
V C, dedicated measurements made later in the mission
quantified these differences and allowed comparisons to
be made with simulation. During these initial measure-
ments it was also discovered that during spacecraft in-
tegration the fibre chains for lamps 01 and 05 had been
inadvertently switched. Thus lamp 05 was unintention-
ally attenuated by a factor of ∼ 63, while lamp 01 had
no attenuation. Nevertheless, both were still capable of
discharging although lamp 05 at a significantly reduced
rate.
Following calibration, the CMS was commissioned for
the start of the mission proper on the 1st March 2016
and operated successfully until the mission’s end on the
17th July 2017. The six lamps were turned on a com-
bined total of 418 times in-flight (without fail) and were
operated for a total of 421 hours. No significant signs of
ageing, such as output instability, were observed for any
of the lamps. However, by the end of the mission usage
levels were only just approaching those where such effects
were predicted to start.
After initial release from the caging mechanism,
residual test mass charges equivalent to −421 mV and
−281 mV was measured on the test masses. The level of
residual charge is related to the difference in work func-
tion of the last two surfaces in electrical contact as well
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as triboelectric processes. For reasons that remain un-
clear, subsequent grabs and releases throughout the rest
of the mission produced residual test mass potentials sys-
tematically lower and ranged from −98 mV to −52 mV.
During typical science mode operations the charging rate
for both test masses was similar and drifted upward from
around +21 es−1 at the start of the mission to around
+36 es−1 by the end of the mission. This increase was
predominately due to the declining solar cycle resulting
in a gradually increasing GCR flux. Such rates were in
good general agreement with pre-flight predictions [7] but
dedicated experiments revealed additional charging rate
dependencies on actuation scheme and test mass poten-
tial, with rates as high as +57 es−1 measured at an ex-
treme test mass potential of −1 V. Understanding these
dependencies will form the basis of a future paper but suf-
fice to say that charging typically caused the test mass
potential to increase by around +12 mV per day.
For the vast majority of the mission a fast discharge
scheme was employed. During a weekly spacecraft sta-
tion keeping period the CMS was used to discharge the
test masses to a set level, for example −80 mV, taking
around 30 minutes. Incident cosmic rays then gradually
charged the test masses positively until the next station
keeping; at which point the CMS reset the test masses’
charge to the desired level. At the start of the mission
this was performed weekly but was later reduced to every
two or three weeks allowing longer uninterrupted science
runs. Initially these fast discharges were done open-loop
by bringing the test mass to an equilibrium potential
that had been shifted by applying appropriate DC volt-
ages during the discharge. While this method was both
simple and reliable it was also fairly inefficient when it
came to lamp usage. Once confidence in the system’s
performance had increased these routine fast discharges
were instead handled by the automated closed-loop CMS
software. Both methods typically got within the equiv-
alent of a few millivolts of the desired test mass charge
level, similar in scale to the systematic uncertainty in
the measurement due to stray DC voltages on the sens-
ing electrodes.
Two experiments were also performed to test the con-
tinuous discharge concept, successfully holding both test
mass potentials within 10 mV of zero for several days.
A detailed analysis of these tests will be presented in a
future article.
A. Long Term Stability
As explained previously, the apparent yield for a par-
ticular lamp is dependent on the state of the system at
the time of the measurement. To make a clean assess-
ment of the stability of the photoelectric properties over
course of the mission a sub-set of measurements need
to be chosen that were made with the system in a re-
producible state. The automated discharges carried out
during the regular station keeping periods offer an ideal
dataset for this. Functionally, the automated CMS soft-
ware performed a discharge in the same way each time.
After first measuring the test mass charge by applying
a dither voltage it then calculated the appropriate lamp
setting and duration to reach the requested level of final
test mass charge. Following illumination it would remea-
sure the test mass charge and determine if it was within a
predefined range of success. If the system had over/under
shot the lamp settings would be recalculated and the sen-
sor illuminated for a second time. This would continue
until the desired discharge level had been reached or the
time allocated for discharging had been exhausted. To
aid the discharge, the CMS applied relatively large DC
voltages to the sensing electrodes (±5 V on x and y, ±1 V
on z) that shifted the test mass potential by approxi-
mately ±1.27V .
By June 2016 the automated CMS was in routine use,
typically discharging from a few positive tens of milli-
volts to either −80 mV or −120 mV. Given the system-
atic nature of the discharges the CMS would typically
use a particular lamp aimed at the electrode housing,
lamp 02 for sensor 01 and lamp 06 for sensor 02, and
also a similar lamp output setting each time. Combined
with on ground calibration measurements, the teleme-
tered photodiode readings within the lamp blocks allow
the number of photons entering the sensor during a dis-
charge to be estimated. This can then be used with the
change in test mass charge measured before and after
illumination to calculate the apparent yield. In addi-
tion, a couple of early in-flight test measurements were
made during commissioning at the end of February 2016
which allow the baseline of long term stability to be ex-
tended. While these measurements were similar to the
automated CMS discharges as a precaution the lamps
were commanded manually and only on for a relatively
short amount of time at a low setting. They were also
made when the absolute test mass charges were lower
than the other measurements considered at levels equiv-
alent to −275 mV and −110 mV respectively. These two
measurements therefore have a larger statistical error but
also the possibility of a systematic error due to the lamp
setting used and the test mass potential at the time of
illumination. The apparent yields obtained during CMS
fast discharges for lamps 2 and 6 are shown in Figure 6.
The apparent yield for both lamps were stable at about
the 10% level approximately 140 days after the system
was vented to space and remained so for the duration
of the mission. In both cases the apparent yields were
consistent with the measurements made during commis-
sioning, although the aforementioned caveats should be
kept in mind. The small drift observed in the measure-
ments was correlated with the test mass potential at the
start of the discharge which was not unexpected. Given
the systematic nature of the discharges and the fact the
test masses tended to charge up in tandem, this also ex-
plains the ostensible correlation between the apparent
yields for both lamps. With the DC biases applied dur-
ing the fast discharges (+5 V on x and y, +1 V on z), the
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FIG. 6: The apparent yields observed during CMS fast
discharges for lamp 02 coupled to sensor 01 and lamp
06 coupled to sensor 02. The first two measurements
were made during commissioning 26 days after venting
began. They contain a greater level of uncertainty but
allow the time baseline to be extended significantly.
The shaded blue regions show a four month period
where the sensor temperatures were lowered to
12± 1 ◦C due to an unrelated experiment. For the
majority of the mission the sensors were at 23± 1 ◦C.
measured apparent yields should have been approach-
ing the negative saturation levels for each lamp. As this
level is dominated by the quantum yield of the electrode
housing we can say that it was stable with time under
vacuum, cosmic ray irradiation and a temperature reduc-
tion of 11 ◦C as well as with the UV irradiation from the
discharging itself. It also shows that the optical chains
between each lamp and the sensors did not degrade as
this would have been observable in these measurements.
While these measurements alone do not necessarily prove
that the photoelectric properties were unchanged com-
pared to those made on ground, they do demonstrate
they reached a stable level once in space.
B. Discharge Curves
Although the CMS was able to successfully discharge
both test masses from day one of the mission, it is vital
that it is understood why the system behaved the way
it did such that its success can be replicated for LISA.
This was particularly important given the variability in
photoelectric properties that had been measured during
Pathfinder development and the fact that the sensor’s
geometrically complicated corner regions absorbed sig-
nificant amounts of light. Several dedicated experiments
were performed to characterise each lamp’s full discharge
curve, such as that shown in Figure 3, which shows the
change in apparent yield with test mass potential. Again,
a lamp’s discharge curve is dependent on the area of the
sensor illuminated, the quantum yield and work function
of surfaces where UV light is absorbed and the voltages
present in regions where photo-emission occurs. By mea-
suring each lamp’s full discharge curve a deeper under-
standing of the overall system is gained, it aids mod-
elling and allows comparison with measurements made
on ground.
The measurements described here were made on the
1st and 2nd February 2017 and the 23rd and 24th June
2017. They consist of spot measurements where the
test mass charge was measured before and after rela-
tively short illuminations as well as continuous measure-
ments made during longer illuminations. For a particular
test mass, lamps were used in sequence, with one used
to charge the test mass positively while the next would
charge negatively. To allow higher test mass potentials
to be reached, during some illuminations DC biases of
±4.8 V were applied to all x and y sensing electrodes
that shifted the test mass potential by 1.18 V. Strictly
speaking these measurements describe a separate dis-
charge curve to those made with no applied DC biases as
they change the local electric fields around the electrodes.
However, they are presented together here as shifts in the
curves relate to the fraction of photoelectrons emitted in
the x and y sensing electrode regions and allow a more
stringent test of our simulations. All the measurements
presented here were made with the AC actuation voltages
as low as possible, with amplitudes typically less than
2 V. Note that the long term measurements discussed in
the previous section were made with significantly larger
actuation voltages present leading to an expected dif-
ference in the observed apparent yields. Finally, to limit
systematic differences related to a lamp’s photodiode cal-
ibration all measurements made with a particular lamp
were made at the same output setting. The measured
discharge curves for all six lamps are shown in Figure 7.
What is immediately striking is the similarity between
the curves for lamps 00 and 01, which were aimed at
test mass 01 and 02 respectively. The positive part of
the curve dominated by emission from test mass surfaces
differ by only a few percent, although there are subtle
but significant differences if the negative apparent yield
from housing surfaces is considered. Nonetheless, such
quantitative similarities are slightly surprising given that
the optical chain for lamp 00 featured heavy attenua-
tion by design whereas the chain for lamp 01 inadver-
tently had none. On its own this should not affect the
discharge curves as the net change in test mass charge
should scale with the number of injected photons. How-
ever, as mentioned previously the length of the atten-
uating spacer in each lamp’s optical chain changed the
angular distribution of light injected into the sensor, the
greater the level of attenuation the narrower the beam
emitted. Indeed, this is seen in the UV ray trace re-
sults (detailed in Sec. III A and tabulated in Appendix
A) where the total absorbed by each test mass is sim-
ilar (66.07% and 64.50% respectively) but the amount
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FIG. 7: Top: Measured discharge curves for lamps 00
and 01, which primarily illuminated the test masses in
sensors 01 and 02. Bottom: Measured discharge curves
for the four lamps which were aimed at the electrode
housing of either sensor 01 or 02. Filled circles indicate
measurements made with no applied DC biases, +
symbols where +4.8 V was applied to all x and y
sensing electrodes and × symbols where −4.8 V was
applied instead. Combined with its relatively low yield,
the inadvertent attenuation of lamp 05’s output made
only spot measurements practical due to time
constraints. Note that while the random error on
individual points is small (error bars removed to
improve clarity) there is a systematic uncertainty
specific to each curve at the 10-20% level. This would
scale an entire curve and is due to systematic
uncertainties in the calibration of the optical chains.
absorbed by the gold-platinum corner domes is signif-
icantly different (42.58% and 23.17% respectively) due
to the difference in ISUK light distributions. Despite
such a significant difference in where the light was ab-
sorbed the similarity in the apparent yields suggests that
the uncoated gold-platinum corner domes had a similar
quantum yield to that of the gold. For both lamps the
equilibrium potential was just below +1 V. The negative
saturation yield for lamp 01 was about twice that of lamp
00 and spot measurements for both showed the level was
roughly halved when +4.8 V was applied compared to
those with no DC bias on the x and y sensing electrodes.
The measurements also show that the positive yield had
not completely saturated by −2.2 V and still showed a
small negative slope.
The curves for the four lamps aimed at the electrode
housing are qualitatively similar to each other but signif-
icantly different from those aimed at the test mass. For
the four housing lamps, the amplitude of the negative
saturation levels were comparable to those of the posi-
tive saturation levels. Partly in consequence of this, the
equilibrium potential of lamps 04 and 06 were close to
zero and only lamp 02 had a significantly negative equi-
librium potential (−150 mV) with no applied DC bias
making it the only lamp suitable for the automated CMS
continuous discharge. The heavily attenuated lamp 05
had a light output distribution significantly different to
the other three lamps and the most positive equilibrium
potential (+250 mV). All four lamps had a fairly wide
range in their saturation levels, although with the excep-
tion of lamp 05’s positive level, none appeared to have
fully saturated by ±2.5 V. Lamps 02, 04 and 06 showed
clear shifts in negative apparent yields when +4.8 V was
applied compared to those with no DC bias on the x and
y sensing electrodes.
Comparing the discharge curves to the idealised cases
shown in Figure 3, both lamps primarily illuminating the
test mass produced curves in qualitative agreement with
expectation. The positive saturation level had an appar-
ent yield over 10× higher than that at the negative level
leading to a positive apparent yield at a test mass po-
tential of 0 V. However, none of the four lamps aimed at
the electrode housing matched the ideal case. While the
positive saturation levels were comparable in amplitude
to the negative levels observed with test mass illumina-
tion, the negative levels were around an order of magni-
tude lower than the equivalent obtained with test mass
illumination. While this behaviour was not unexpected
based on the ground tests it was non-optimal and to fully
understand it the simulated system described previously
needs to be invoked.
C. Estimated Photoelectric Properties
To assess the measured discharge curves we first take
the output of the ray trace (detailed in Sec. III A and
tabulated in Appendix A) as the input to the photoelec-
tron flow model (described in Sec. III B). The work func-
tion and quantum yield parameters of both the test mass
and electrode housing surfaces are then varied indepen-
dently for each curve while checking for consistency with
the data. Although the model allows the photoelectric
properties to be specified for individual surfaces (each
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electrode, test mass face, corner dome, etc.) we only
considered average properties for either the test mass or
housing to avoid arbitrary tuning. Despite this simplifi-
cation, the model is able to capture many of the features
observed in the measured curves with the results shown
in Figure 8.
For each discharge curve there were four free param-
eters; the average test mass quantum yield, the average
housing quantum yield, the average test mass work func-
tion and the average housing work function. It was found
that the average quantum yields were heavily constrained
by the data with the values for the test mass and hous-
ing also being independent of each other. Essentially, the
quantum yields have to be compatible with the saturation
levels at either extreme which typically leads to uncer-
tainties of less than 10%. Prior measurements on ground
had always found the work function of gold (previously
exposed to air) to lie between 3.5-4.7 eV [25], therefore
only values in this range were considered. The interplay
between the two opposing work functions (that define the
photoelectron energy distributions) determine the shape
and position of the transition between the two satura-
tion levels and it was found there was some degeneracy
in pairs of work functions that gave good results. Nev-
ertheless, our primary concern were the quantum yields
and the exact work function values had little influence
on these.
The simulated discharge curves generally capture the
shape of the measurements very well, particularly at pos-
itive yields for lamps aimed at the housing (02, 04, 05,
06). However, the model struggles to accurately repro-
duce the shifts in the negative yields for lamps 02 and
06 when +4.8 V was applied. One possible explanation
is that in these cases the yield from the electrode re-
gions were higher than the average value causing a more
prominent shift when the DC bias was applied. Tests
have shown that the model is capable of reproducing the
observed behaviour by increasing the yield in the elec-
trode regions and proportionally decreasing it elsewhere,
thus keeping the same average value. However, there is
no way of distinguishing between a single electrode hav-
ing a much higher yield or several being slightly higher.
As such we have stuck to a single average value, though
it produces a poorer fit in these regions. It should be
emphasised here that the smaller shift observed for lamp
04 and larger shifts for lamps 00 and 01 are well cap-
tured by a single average quantum yield. This observa-
tion increases confidence that the amount of light pre-
dicted to be absorbed in these regions by the ray trace
is correct as it needs to be compatible with the average
quantum yield. The model also has trouble reproduc-
ing the gradually increasing positive saturation levels for
the test mass facing lamps, particularly lamp 00. While
there is a small gradient in the simulated saturation level
it is not as prominent as that observed. Again, tests
suggest that by varying the yield in different regions but
keeping the average similar the model can reproduce the
behaviour but there is no way of distinguishing between
several arbitrary ways of tuning.
We now have estimates for the average quantum yields
of each surface measured in-flight. To allow comparison,
the apparent yields measured on ground also need to be
converted to average quantum yields. For the ground
measurements only the illumination ratios obtained from
the ray trace are required as only the discharge curve sat-
uration levels were measured and different bias voltages
were not applied to individual electrodes. However, as
explained in Sec. IV the measurements made on ground
had several subtle differences compared to those made
in-flight. As such the ray trace was re-run with ap-
propriate ISUK light distributions (unlike flight, these
were identical for the six lamps) and with the central
caging plungers engaged. For lamps 00 and 01 which
primarily illuminated the test mass, 66.5% of the total
light injected was absorbed by test mass surfaces while
14.8% was absorbed by electrode housing surfaces. For
the four lamps aimed at the housing, 12.9% of the total
light injected was absorbed by test mass surfaces while
18.0% was absorbed by electrode housing surfaces. As
discussed in Sec. III, the remainder of the light in both
cases was absorbed by surfaces unlikely to influence dis-
charging and was therefore ignored. Given the fraction
of total light absorbed by each surface type, the apparent
yields measured on ground (Table II) can be converted to
average quantum yields. A comparison between the aver-
age quantum yields of each surface measured on ground
and in-flight is shown in Figure 9.
The estimated quantum yields range from about 1 to
4 × 10−5 e per absorbed photon, consistent with typical
historical measurements made on individual gold surfaces
during hardware development [25]. The estimates sug-
gest that for each lamp any changes in the quantum yield
between ground and flight were relatively small, differing
by a few tens of percent. For the test mass quantum
yields the average change between ground and flight was
22% while for the electrode housing surfaces it was 31%.
In addition to the random uncertainty on the in-flight
quantum yield estimates there are significant systematic
uncertainties, approximately at the 10-20% level, related
to the on-ground calibration of the UV power emitted.
For a particular lamp this systematic uncertainty in the
number of photons reaching the sensor would act to scale
the test mass and electrode housing quantum yields in
the same way, either increasing or decreasing them to-
gether. Looking at Figure 9, this alone can not explain
the changes as several pairs of lamp measurements did
not change in the same direction or by the same amount.
Another aspect to note is that due to a slightly different
illumination and a change in central plunger position, the
exact same areas were not illuminated on ground and in-
flight. Therefore even if the system had remained com-
pletely stable the measured quantum yields would not be
expected to be identical as slightly different areas were
being probed in each case.
While it was previously shown that the photoelec-
tric properties were stable once in space, they do not
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FIG. 8: The six discharge curves measured in-flight, described in Sec. V B. Those on the left are for sensor 01 while
those on the right are for sensor 02. In each case simulated discharge curves have been overlaid. For a single set of
photoelectric parameters three discharge curves were simulated for each lamp; one with no DC biases applied, one
with +4.8 V applied to all x and y sensing electrodes and one with −4.8 V applied to all x and y sensing electrodes.
15
0
1
2
3
4 10
-5
Lamp 00 (TM) Lamp 02 (EH) Lamp 04 (EH) Lamp 01 (TM) Lamp 05 (EH) Lamp 06 (EH)
0
1
2
3
FIG. 9: The average quantum yields from the test
mass surfaces (TM, top panel) and the electrode
housing surfaces (EH, bottom panel) for all six lamp
illuminations. For each lamp the primary surface under
illumination is specified in brackets. Quantum yield
estimates are shown based on measurements made after
bake-out on ground (Table II) as well as those made
in-flight (Figure 8). Note that there are additional
systematic uncertainties at the 10-20% level on the
in-flight estimates due to the UV photodiode
calibration.
appear to have become more uniform as the level of
scatter on ground and in-flight is comparable. The
average level of the quantum yields for each surface
type was also little changed. The average quantum
yield (and standard deviation) for the test mass sur-
faces went from (2.5±0.3)×10−5 e per absorbed photon
on ground to (2.6 ± 0.3) × 10−5 e per absorbed photon
in-flight while the electrode housing surfaces went from
(1.9± 0.3)× 10−5 e per absorbed photon to (1.2± 0.2)×
10−5 e per absorbed photon. The average values also
highlight that the quantum yield from the test mass sur-
faces appeared to be systematically higher than those
from the housing, both on ground and in-flight. The
possibility that nominally identical gold coated surfaces
should differ in this way will be discussed in the context
of preparing for the LISA mission.
VI. TOWARD LISA
Despite its overall success, measurements made during
development, testing and in-flight for the Pathfinder dis-
charge system have identified three key issues that face
the LISA system. The first relates to the significant vari-
ability in the photoelectric properties of air exposed gold
surfaces, when illuminated with 253.7 nm UV light. Inde-
pendent of any modelling, the apparent yields measured
on ground with the flight sensor had coefficients of vari-
ation up to 30% for groups of measurements with nomi-
nally identical illuminations. Modelling the system also
allowed the intrinsic quantum yields to be extracted and
found that for nominally identical gold surfaces, stored
and handled in controlled conditions and undergoing a
24 hour bake-out at 115 ◦C, the quantum yield varied
from 1 to 4 × 10−5 e per absorbed photon. Similar lev-
els of variability have been observed previously and have
been interpreted as an extreme sensitivity to the state of
the surface [22]. Such variability makes it impossible to
accurately predict the final performance of the discharge
system and while the ability to apply DC biases makes
it very unlikely that fast discharge would be prevented,
continuous discharging (relying on bi-polar transfer with
no DC bias) could be impractical, as was the case on
Pathfinder with three of the four electrode housing lamps.
While an improved understanding of how surface con-
tamination affects the quantum yield would certainly be
beneficial, in real terms there is limited scope for what
could be done differently for LISA. The surfaces will in-
evitably be exposed to air during integration and strict
storage and handling procedures were already in place for
Pathfinder. One area of investigation that could prove
fruitful is the relationship between bake-out temperature
and duration and how they relate to the quantum yield
variability.
Alongside the variability, the quantum yield of the test
mass surfaces as extracted from our model appear to be
systematically higher than that of the housing by around
a factor of 2. While an overlooked systematic error in
the modelling is always possible it is difficult to envisage
where such a large discrepancy could originate. If instead
the asymmetry has a physical origin seeking an explana-
tion before moving toward LISA will be important in
order to consolidate confidence in the design, production
and integration of the sensor. Possible overlooked differ-
ences between the test mass and housing gold surfaces
include the underlying substrate, the surface roughness
and the relative temperatures when cooling after bake-
out which could lead to contaminates being redistributed
preferentially on one of the surfaces.
The affect of both variability and asymmetry in the
quantum yields was exacerbated on Pathfinder by a sig-
nificant amount of light being lost within recesses when
the housing surfaces were illuminated. Combined with
contact potentials preventing transport of the low en-
ergy photoelectrons, this effectively meant 70% of the
light was wasted when the housing was illuminated. This
left the ratio of useful absorbed light between the hous-
ing and test mass at just 2.1 for direct housing illumi-
nation in-flight. This compared to a ratio of useful ab-
sorbed light between the test mass and housing of 4.6 for
direct test mass illumination in-flight. Broadly speak-
ing, for test mass illumination the apparent yield from
the test mass would still dominate even if the quan-
tum yield was around a factor 4 higher for the hous-
ing than for the test mass. For housing illumination,
only around a factor 2 difference can be accommodated,
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which was coincidentally similar to the systematic dif-
ference in the observed test mass and electrode housing
quantum yields. Though it could of course bring unfore-
seen risks, there is the possibility that the illumination
scheme for LISA could be changed. For example, initial
tests suggest that had the lamp 02 ISUK been angled at
8◦ rather than 20◦, the absorption percentages in-flight
would have been 47.7% for the electrode housing (as op-
posed to 20.5% for Pathfinder), 15.2% for the test mass
(9.9% for Pathfinder), with just 37.0% wasted, increas-
ing the ratio of useful light to 3.2. However, a detailed
investigation would be required to assess the many illu-
mination alternatives and whether such changes were fea-
sible from an engineering perspective. More importantly,
there is the possibility that any changes could have un-
intended consequences elsewhere and there is therefore
a strong argument to keep things the same, particularly
given the success of the Pathfinder system.
Due to mass, power consumption and lifetime advan-
tages, the LISA CMS will almost certainly be based
on UVLEDs rather than mercury lamps [39–41]. While
changing the light source will not automatically address
the issues associated with variable and asymmetric quan-
tum yields, it could offer ways of mitigating against them.
The use of UVLEDs opens up the possibility of driving
them in a pulsed mode while synchronising their output
to the AC voltages present within the sensor [30, 39, 42].
Conceptually, the sensor would only be illuminated while
the AC voltages were at levels conducive to the desired
direction of discharge. Such a scheme should offer an in-
creased dynamic range and robustness against variable
and asymmetric quantum yields but would come at the
cost of increased complexity and potentially a new set of
unknown challenges.
VII. CONCLUSIONS
The Pathfinder CMS operated successfully over the en-
tire mission from March 2016 to July 2017. It had to
counter average cosmic ray charging rates from +21 es−1
to +36 es−1 as well as post-release residual charge that
produced test mass potentials as high −421 mV. Dur-
ing the mission over 50 fast discharges, 2 continuous
discharging runs and several dedicated discharging tests
were performed. The six mercury lamps were turned on
a combined total of 418 times without fail and were oper-
ated for over 421 hours. The routine fast discharges car-
ried out during station keeping kept the test mass charge
within 100 mV of zero during all primary test mass accel-
eration runs and continuous discharge tests also demon-
strated that the test mass charge could be maintained
within 10 mV of zero for days, likely weeks.
Alongside the production of the physical hardware,
a two part software model was developed at Imperial
College London to simulate the overall discharging be-
haviour. By modelling the entire sensor geometry and
reflective properties of individual surfaces, the ray trace
determined how much UV light was absorbed and where.
This information could then be fed into the photoelec-
tron flow model which approximated the system as a
collection of parallel plates, greatly simplifying the elec-
tric field geometries. Taking into account the many AC
and DC voltages within the sensor, as well as the photo-
electron energy distributions, the surface quantum yields
and work functions were then estimated from the origi-
nal apparent yield measurements. It was found that this
relatively simple model was able to reproduce most of
the observed behaviour with shortfalls due to a desire
to limit the number of free parameters rather than an
intrinsic limitation in the simulation. While a more rig-
orous treatment of the electric fields would have increased
complexity, and therefore runtime of the simulation, it is
doubtful a full implementation would have improved re-
sults. Instead, it is a lack of knowledge for how the pho-
toelectric properties vary over particular surfaces that
ultimately limits the simulation. There is no practical
way of directly measuring the photoelectric properties of
individual flight surfaces in situ and due to their propen-
sity to vary upon re-exposure to air, measurements would
be of little use prior to integration. However, the simu-
lation could be improved with direct roughness and re-
flectivity measurements, particularly for the iridium and
gold-platinum surfaces.
The ability to measure each lamp’s apparent yield on
ground with the flight sensors proved very useful and
increased confidence that the discharge system would
work successfully in space. There are several ways in
which similar measurements for LISA could be improved.
Firstly, the optical chains (including any attenuators)
need to be identical to those used in-flight as they affect
the distribution of UV light emitted from the ISUKs and
therefore the area illuminated within the sensor. Sec-
ondly, a lamp’s entire discharge curve should be mea-
sured rather than just the saturation levels, ideally with
AC voltages applied to electrodes that are representative
of those experienced in-flight. Less extrapolation would
then be needed to predict the final in-flight performance
and also allow a better test of simulation. Finally, and
if time permitted, different DC biases could be applied
to individual electrodes to assess how different regions
contribute to the total apparent yield, either through ab-
sorbing a lot of light or having a high quantum yield. Not
only would this provide a more stringent test of simulated
predictions but also allow fast discharge voltage schemes
to be adjusted to give optimal performance in-flight.
Measurements made in-flight showed behaviour for
each lamp that was qualitatively similar to that observed
on ground and further analysis using the full simulation
showed reasonable quantitative agreement. Despite the
estimated internal sensor pressure being around a mil-
libar for over 15 months prior to the launch, the test
mass quantum yields changed by an average of only 22%
while for the electrode housing surfaces it was 31%. A
separate analysis using measurements made during rou-
tine fast discharges showed that the apparent yields for
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lamps 02 and 06 were stable within the measurement un-
certainty 140 days after the system was vented to space
and consistent with another measurement made during
commissioning just 25 days after venting. The measured
apparent yields were stable with time under vacuum, UV
irradiation from discharging, cosmic ray irradiation and
a temperature reduction of about 11 ◦C. This analysis
also demonstrated that the optical chain transmission be-
tween each lamp and the sensors did not degrade over the
course of the mission.
Moving toward development of the LISA discharge sys-
tem the issues of sub-optimal illumination of the hous-
ing, variability in the quantum yield of air exposed gold
surfaces and the possible asymmetry in test mass and
housing yields will need to be addressed. While all the
lamps were capable of fast discharge these issues con-
spired to make all but one of the four housing illumina-
tions less than ideal for automated continuous discharg-
ing as they lacked a significant negative apparent yield
at a test mass potential of 0 V. Given the lessons learned
from the Pathfinder CMS there are essentially two op-
tions for the LISA system if continuous discharge capa-
bility is deemed desirable. The first would be to under-
stand and ultimately reduce the quantum yield variabil-
ity and asymmetry allowing for a simple system similar
to Pathfinder, though likely replacing the mercury lamps
with UVLEDs. Alternatively, it could be accepted that
these factors cannot be well controlled in a practical way
and instead design a more complicated modulated CMS
that can mitigate against their affect. Given the early
stage of LISA development, it is likely that both strate-
gies will continue to be explored.
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Appendix A
Sensor 01 Sensor 02
Lamp 00 (TM) Lamp 02 (EH) Lamp 04 (EH) Lamp 01 (TM) Lamp 05 (EH) Lamp 06 (EH)
EH TM EH TM EH TM EH TM EH TM EH TM
-X Housing 0.17 0.01 1.27 0.24 0.83 0.05 2.30 12.09 0.30 0.02 1.21 0.22
-X Sensing Electrode 01 0.00 0.00 0.21 0.09 0.00 0.00 0.14 0.13 0.00 0.00 0.18 0.09
-X Sensing Electrode 02 0.00 0.00 0.02 0.02 0.00 0.00 1.72 1.17 0.00 0.00 0.02 0.02
+X Housing 2.85 7.44 0.88 0.06 1.26 0.24 0.52 0.03 1.15 0.21 0.59 0.04
+X Sensing Electrode 01 0.78 0.94 0.00 0.00 0.02 0.02 0.00 0.00 0.02 0.02 0.00 0.00
+X Sensing Electrode 02 0.07 0.07 0.00 0.00 0.20 0.09 0.00 0.00 0.18 0.09 0.00 0.00
-Y Housing 2.48 7.33 1.20 0.19 0.78 0.02 0.58 0.03 0.28 0.01 1.12 0.19
-Y Sensing Electrode 01 0.66 0.63 0.16 0.07 0.00 0.00 0.00 0.00 0.00 0.00 0.13 0.06
-Y Sensing Electrode 02 0.02 0.01 0.01 0.01 0.00 0.00 0.00 0.00 0.00 0.00 0.01 0.01
-Y Injection Electrode 00 0.09 0.07 0.05 0.04 0.00 0.00 0.00 0.00 0.00 0.00 0.05 0.04
+Y Housing 0.21 0.01 0.83 0.02 1.18 0.19 1.78 12.01 1.06 0.19 0.50 0.02
+Y Sensing Electrode 01 0.00 0.00 0.00 0.00 0.15 0.06 1.86 0.99 0.11 0.05 0.00 0.00
+Y Sensing Electrode 02 0.00 0.00 0.00 0.00 0.01 0.01 0.01 0.00 0.01 0.01 0.00 0.00
+Y Injection Electrode 00 0.00 0.00 0.00 0.00 0.05 0.04 0.14 0.12 0.06 0.04 0.00 0.00
-Z Housing 4.79 1.04 8.14 3.17 8.07 3.10 5.10 2.12 7.24 2.85 7.79 3.03
-Z Sensing Electrode 01 0.01 0.00 5.19 0.91 0.09 0.13 0.43 0.97 0.03 0.05 4.24 0.94
-Z Sensing Electrode 02 0.44 0.39 0.09 0.14 4.82 0.92 0.06 0.01 2.21 1.09 0.06 0.11
-Z Injection Electrode 01 0.25 0.04 0.85 0.77 1.36 0.23 0.33 0.09 0.47 0.06 0.56 0.60
-Z Injection Electrode 02 0.10 0.03 1.49 0.26 0.81 0.72 0.48 0.05 0.54 0.31 1.07 0.15
+Z Housing 0.48 0.01 0.11 0.01 0.12 0.01 0.18 0.01 0.21 0.01 0.14 0.01
+Z Sensing Electrode 01 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00
+Z Sensing Electrode 02 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00
+Z Injection Electrode 01 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00
+Z Injection Electrode 02 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00
All Above Surfaces 13.41 18.03 20.50 5.99 19.73 5.83 15.63 29.85 13.86 5.02 17.69 5.51
Test Mass Corner Domes - 42.58 - 0.77 - 0.74 - 23.17 - 0.69 - 0.69
Test Mass Corner Regions - 5.40 - 0.47 - 0.42 - 11.40 - 0.22 - 0.34
Test Mass Central Recess - 0.06 - 2.62 - 2.37 - 0.08 - 0.91 - 2.06
Central Plungers (Wasted) 0.01 - 0.11 - 0.11 - 0.01 - 0.17 - 0.13 -
Caging Fingers (Wasted) 5.64 - 11.80 - 11.61 - 2.97 - 11.08 - 11.26 -
Housing Recesses (Wasted) 14.88 - 57.75 - 59.19 - 16.89 - 68.06 - 62.33 -
Total Useful Light 13.41 66.07 20.50 9.85 19.73 9.37 15.63 64.50 13.86 6.84 17.69 8.60
TABLE A: Percentage of total UV light injected that is absorbed by each region, belonging to either the electrode
housing (EH) or test mass (TM). X, Y, Z and +/- denote the different faces of the housing and test mass.
